Abstract-In this study human motor cortical activity was recorded with a customized micro-ECoG grid during individual finger movements. The quality of the recorded neural signals was characterized in the frequency domain from three different perspectives: (1) coherence between neural signals recorded from different electrodes, (2) modulation of neural signals by finger movement, and (3) accuracy of finger movement decoding. It was found that, for the high frequency band (60-120 Hz), coherence between neighboring micro-ECoG electrodes was 0.3. In addition, the high frequency band showed significant modulation by finger movement both temporally and spatially, and a classification accuracy of 73% (chance level: 20%) was achieved for individual finger movement using neural signals recorded from the micro-ECoG grid. These results suggest that the micro-ECoG grid presented here offers sufficient spatial and temporal resolution for the development of minimally-invasive brain-computer interface applications.
I. INTRODUCTION
Brain-computer interface (BCI) technology aims to establish a direct link between the brain and external devices, enabling faster and more intuitive communication and control for individuals with severe motor impairments. One of the major challenges in translating BCI technology from basic research into clinical practice is the development of a minimally invasive technique for obtaining reliable longterm recordings with high spatial and temporal resolution. Electrocorticography (ECoG) records brain activity with intracranial electrodes placed directly on the brain surface. Recent studies have demonstrated that subjects can achieve effective control of cursor movement in a very short period of time using ECoG signals, suggesting ECoG is a promising modality for BCI applications [1] [2] .
Unlike many previous ECoG studies where cortical activity was recorded with large grids of subdural ECoG electrodes [1] [2] [3] , the current study used a micro-ECoG grid (Fig. 1) . By reducing the electrode diameter and interelectrode distance, we expect that the micro-ECoG grid can record localized neural activity with high specificity and spatial resolution [4] . This study compares neural signals recorded with a standard ECoG grid and a custom microECoG grid. We hypothesize that the coherence of the high frequency band (60-120Hz) recorded by neighboring electrodes of the micro-ECoG grid will be the same or lower than that of the standard ECoG grid, indicating greater signal independence.
Previous studies in non-human primates have shown that individual finger movements can be decoded with a high accuracy (> 80%) from the activity of 20 30 neurons recorded with microelectrodes inserted into the hand area of the motor cortex [5] [6] . This study also examines whether micro-ECoG recording can differentiate individual finger movements with accuracies comparable to those of previous single-neuron studies.
II. MATERIALS AND METHODS

A. Human subjects and behavioral paradigm
This study was approved by the University of Pittsburgh Institutional Review Board and followed all guidelines for human subject research. The subject was a 17-year old right-handed female undergoing monitoring for intractable epilepsy with seizure foci in the left temporal lobe. At the beginning of each session, approximately one minute of baseline data were acquired when the subject relaxed with eyes open. During the finger movement task, the subject was instructed to perform self-paced individual finger movements (finger flexion and extension) for approximately 10 seconds per finger, beginning with the thumb and ending with the little finger. A minimum of 9 repetitions were conducted for each finger movement. The BCI2000 software package was used to prompt the subject on which finger to move [7] . Finger movements were recorded with a 14-sensor 5DT data glove [8] . 978-1-4244-3296-7/09/$25.00 ©2009 IEEE center-to-center distance) was implanted subdurally over the left temporal lobe and inferior frontal lobe for epilepsy seizure monitoring. In addition, an experimental microECoG grid was implanted subdurally superior-posterior to the standard ECoG grid and anterior to the central sulcus over the motor cortical area. The micro-ECoG grid (AdTech, Corp.) consisted of 16 disc electrodes (contact area diameter 1.5mm, 4mm center-to-center distance) arranged in a 4-by-4 pattern (Fig. 1) . Two corner electrodes in the microECoG grid were designated as reference electrodes, and the remaining 14 electrodes were used for neural recording. All ECoG signals were band-pass filtered between 0.1 to 200 Hz and sampled at 1200 Hz using the g.USBamp amplification system (Guger Technologies, OEG) in conjunction with BCI2000.
B. ECoG recording
C. Coherence analysis
Coherence analysis was used to characterize independence between neural signals recorded from different electrodes for both the experimental micro-ECoG grid and the traditional ECoG grid [9] . Coherence analysis was performed using baseline data (i.e. rest periods) for all possible pairs of electrodes in the micro-ECoG grid and for all possible pairs of electrodes in the regular ECoG grid. In addition, coherence was analyzed as a function of distance between electrodes and compared between the micro-ECoG grid and the regular ECoG grid.
D. Finger movement and classification
Individual finger movements were decoded using neural signals recorded from the micro-ECoG grid. The spectral powers of ECoG signals were calculated over the 0-200 Hz frequency band using the maximum entropy method with 3 Hz frequency bins [10] . Classification was performed using spectral power data calculated over periods of individual finger movement. Features were defined as the spectral power within a particular frequency band for a given channel. A total of 938 features (67 frequency bands across 14 channels) were derived from the micro-ECoG grid. A oneway analysis of variance (ANOVA) was used to identify features modulated by finger movement. To control for the multiple comparisons arising from the size of the feature set, the false discovery rate (FDR) method was used to determine the p-value threshold for statistical significance (FDR=0.05) [11] . Significantly modulated features were then used for finger movement classification using two different methods. In the first method, principle component analysis (PCA) was used for further dimensionality reduction, with the number of principle components chosen to maximize classification accuracy. The resultant feature set was then used to classify finger movements using Linear Discriminate Analysis (LDA) [12] . In the second method, classification was performed using multi-class linear support vector machines (SVMs) without PCA-based dimensionality reduction [13] . Leave-one-out cross validation was used in both classification methods. 
III. RESULTS
A. Coherence of baseline ECoG data
Coherence values between neural signals recorded from all possible pairs of electrodes in the micro-ECoG grid and all possible pairs in the regular ECoG grid were calculated to examine the correlation between those signals in the frequency domain. Fig. 2A compares the coherence values at various frequencies between neighboring electrodes for the micro-ECoG (4mm center-to-center spacing) and the regular ECoG grid (10mm spacing). For both grids, coherence was found to decrease at higher frequencies. The lower coherence in the high frequency band between neighboring electrodes suggests that it may reflect a more localized neuronal activity than the lower frequency bands. Furthermore, between neighboring electrodes, the high frequency band was found to be less coherent for the micro-ECoG grid than for the regular grid. Additionally, coherence of the high frequency (60-120 Hz) band was examined as a function of interelectrode distance. Fig. 2B shows that the decrease of high frequency band coherence with increasing inter-electrode distance. Furthermore, the high frequency band coherence was found to be significantly smaller for the micro-grid than for the regular grid at comparable distances (approx. 10mm). This suggests that the micro-ECoG grid offers higher spatial resolution for neural recording. Fig. 3 shows the movement at the five proximal interphalangeal (PIP) joints for 9 repetitions of individual finger movements (flexion and extension). The subject was able to move each finger individually with the exception of the little finger, whose movement tended to couple with that of the ring finger. Movement of different fingers elicited distinct patterns of activity on individual electrodes on the microgrid, most notably in the high frequency (60-120 Hz) range. The bottom row of Fig. 3 shows spectrograms of individual finger movements for channel 11. A clear increase in the high frequency band power is evident during finger movement, with the power varying significantly for different fingers (p < 0.05). Furthermore, different finger movement produced distinctive spatial patterns of activity across the micro-grid (Fig. 3, top row) . These results indicate that neural signals recorded from the micro-grid carry significant information about finger movement.
B. ECoG signal modulation by finger movement
Decoding analysis was performed to directly test whether finger movement information can be extracted with high accuracy. Among all 938 features, 95 features were found to be significantly modulated by finger movement using the ANOVA analysis with FDR correction. Both multi-class SVM classification without PCA dimensionality reduction as well as LDA classification using eight principal components achieved accuracies of 73% (leave-one-out cross validation, chance level: 20%).
IV. DISCUSSION AND CONCLUSIONS
The major advantages of micro-ECoG grids are that they can be implanted with a minimally invasive procedure and that they offer higher spatial resolution than the standard clinical ECoG grids for cortical recording. This allows the extraction of control signals with high specificity using a much simpler recording system than single-neuron recording, which will accelerate the development of fully-implantable practical brain-computer interface devices. However, engineers are still searching for the optimal configuration in terms of electrode diameter and inter-electrode distance to achieve reliable neural recording while maximizing information extracted from a micro-ECoG grid. Although electrodes with a small diameter can presumably record very localized cortical activity, it may be difficult for these electrodes to maintain adequate contact with the brain surface for ECoG recordings [14] . Furthermore, while spatial resolution can potentially be increased by reducing the inter-electrode distance, the shunting effect between electrodes may become prominent at these distances, leading to correlated signals across electrodes [14] . Electrodes in the micro-grid used in this study exhibited lower coherence at the high frequency bands (Fig. 2) than that observed in the regular ECoG grid, indicating a significant amount of independence between them for recording cortical activity with high spatial resolution.
Arguably, two random signals that contain little useful information can have very low coherence, as well. We do not believe this is case in the current study. The electrodes in the micro-grid demonstrated modulation by finger movement both temporally and spatially (Fig. 3) . Also, high accuracy was achieved for decoding individual finger movement, indicating that the micro-grid used in this study offers high resolution neural recording from a small patch of the cortex.
The pioneering studies by Schieber and his colleagues have demonstrated in non-human primates that there is generally a mixed representation of digits in the hand area of the motor cortex and that finger movement can be decoded from a very confined cortical volume [5] [6] [15] . This may be the underlying neuronal mechanism for the high accuracy obtained in finger movement decoding. We observed stronger cortical activation by thumb and index finger movement over a group of electrodes on the micro-grid (Fig. 3) . This may suggest that, on top of the mixed finger representation, there might be a certain degree of clustering in neurons representing thumb and index finger movement in human motor cortex. It is also possible that more neurons are dedicated to thumb and index finger movement since those two digits contribute significantly to dexterous hand movement.
In summary, this paper describes a micro-ECoG grid that can record human cortical activity with high spatial and temporal resolution. High accuracy was achieved for decoding individual finger movement. This represents the first description of finger movement decoding using microECoG recording in humans. We conclude that micro-ECoG recording is a promising method for obtaining high quality signals for BCI control.
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